
   
 

Auroflow Beta-Lactam Strip test WITH incubator 

TEST PROCEDURE 

Method 1: Operate with incubator 

1.  All reagents and kit components should reach room temperature (20-25˚C) before use.  
Shake the milk vigorously to ensure sample homogeneity. 

2. Remove the cover of the tube and take appropriate number of test strips and microwells  
and immediately cover the tube. Re-store the remaining components at 2-8˚C. 

3. Place the microwells into the wells of the incubator (40˚C). 
4. Using a single channel pipette (Optionally, using a disposable pipette), add 200μL of 

milk sample to each microwell. Dissolve the coating conjugate in the microwell by 
pipetting the content up and down for 5 or 6 times. 

5. Incubate the sample for 2 minutes at 40˚C and then put one test strip into one well. 
6. Let the test strip develop colour for 5 minutes at 40˚C. 
7. Remove the absorbent pad and interpret test results within 1 minute. 

 

INTERPRETATION OF RESULTS 

Visual Interpretation 

A color line appearing in the upper section of the test strip indicates that the test strip is working 
properly. This line is the Control Line (C). 

 

 


